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Use of a forensic technique to identify blood
contamination of emergency department and
ambulance trauma equipment
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Using a Kastle-Meyer (KM) technique, the following equip-
ment from the emergency departments of six UK hospitals
(four trusts) and three regional ambulance services was tested
for blood contamination: extrication (‘‘spinal’’) boards,
cervical collars, straps, box splints, head blocks, and
headboards. Only equipment ready for patient use was
tested. Over half of trauma equipment (57%) tested positive
for blood, including 15% of equipment that was visibly
stained with blood. There have been no recorded cases of
infection from contaminated trauma equipment but our study
has identified the potential risk. Disposable covers for
boards, disposable straps, and disposable radiolucent head
blocks which are currently available provide a solution but
have resource implications

F
orensic techniques have been used to identify blood
contamination of dental,1 radiological,2 and anaesthetic3

equipment that appeared clean to the naked eye. The
authors of these studies considered that the contaminated
surfaces presented a greater risk of potential infection
transmission to medical and dental staff than to patients.
Equipment used to transport trauma patients may come into
direct contact with open wounds. We used a forensic test to
determine the extent of blood contamination of trauma
equipment in a sample of ambulances and emergency
departments in the UK to establish whether a potential risk
of infection transmission between trauma patients exists.

METHODS
Six UK Emergency Departments (four hospital trusts) and
three regional ambulance services were included in the study.
Approval for testing was granted by the lead clinician of each
department and the operational or medical director of the
individual ambulance services with agreement that their
centres would remain individually anonymous. Ethical
approval was sought but not required.

Using a Kastle-Meyer (KM) technique, the following
trauma equipment was tested over two weeks in 2004:
extrication (‘‘spinal’’) boards, cervical collars, straps, box
splints, head blocks, and head boards. A validation test was
first performed to exclude false negative results by confirm-
ing the ability of the reagent to identify (horse) blood. The
area under investigation was then swabbed with a cotton
bud, a drop of Kastle-Meyer solution added, followed by a
drop of hydrogen peroxide. A colour change to pink was
taken as an indication of the presence of blood. The testing
kit supplied by Scenesafe (The Forensic Science Service,
Chorley, UK) contained all of the above components and is
identical to that used by the Metropolitan Police for
identification of blood at crime scenes.

Convenience sampling of equipment in emergency depart-
ments, ambulances arriving with non-trauma patients, and
ambulance stations was performed. Only equipment ready
for patient use was tested. Individual emergency department
staff and ambulance crews were not warned of our visits.
Standardised areas, considered by the authors as those most
likely to come into contact with the patient were swabbed, as
shown in the following list:

N medial side of head blocks

N inner side of head straps

N patient side of head boards

N patient side of straps and buckles

N patient side of extrication boards (head, feet, and hand
regions)

N patient side of box splints

N back and chin area of foam in cervical collars.

A maximum of four areas (about 3 cm square in size) were
tested for each piece of equipment unless the equipment
appeared visibly blood stained, in which event the stain was
tested to confirm that it was blood. Testing was performed in
pairs by the authors. The result was independently recorded
as positive or negative by the two observers to determine
interobserver agreement. In the event of disagreement,
retesting of the same area was undertaken immediately.

The outcome measures of interest were: (1) equipment
visibly or not visibly stained with blood and (2) positive or
negative result for blood on Kastle-Meyer testing.

Equipment was considered contaminated if any area of it
tested positive for blood. We decided a priori to perform a
subset analysis on ‘‘hospital cleaned’’ versus ‘‘ambulance
crew cleaned’’ trauma equipment with respect to blood
contamination. A z-test was performed to calculate con-
fidence intervals around the difference in proportions of
contamination between the two groups.

RESULTS
Fifteen per cent of equipment was visibly contaminated with
blood. A further 42% of equipment, not visibly contaminated,
tested positive for blood with the Kastle-Meyer test.
Observers agreed on colour change on all samples tested.
See tables 1 and 2 for comparative results.

DISCUSSION
The Kastle-Meyer test4 is a presumptive test for haemoglobin
which relies on the peroxidase-like activity of the haem
molecule and uses phenolphthalein as a colour indicator (see
fig 1). It is very specific for blood and although not as
sensitive as other reagents can still identify blood at 1 part per
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10 000 solution. It is an indirect test, so is not toxic to the
tested surface. False positive results may occur as powerful
oxidising agents (for example, copper and iron salts) will
turn the Kastle-Meyer solution pink but this will happen
before addition of the hydrogen peroxide. Plants contain
relatively weak peroxidases which take a long time to induce
colour changes in a sample. To avoid this we read the results
at five seconds.

Using the Kastle-Meyer technique described, over half of
trauma equipment (57%) tested positive for blood, including
15% of equipment that was visibly stained with blood. A
statistically significant difference was found with respect to
blood contamination of equipment between ambulances that
retained and cleaned their own equipment and ambulances
that left with replacement ‘‘clean’’ equipment from the
emergency department storeroom (difference 15.8% (95% CI
5.0 to 26.6%)). This is unlikely to be clinically significant as
42% of equipment cleaned by ambulance crews was
contaminated.

In ideal conditions the hepatitis B virus can remain viable
in dried blood for up to four weeks.5 6 Factors advantageous
to viral survival (cold temperatures, lack of ultraviolet light,
presence of organic matter)6 7 may be present in some

ambulances and emergency department store rooms.
Although it was not the aim of the study, questioning of
healthcare personnel revealed deficiencies in knowledge of
Department of Health (DoH) guidelines for decontamination
of bloodstained equipment. The practice of washing heavily
contaminated equipment by hosing with cold water was
prevalent, as was the cleaning of less extensively blood
contaminated areas with alcohol impregnated wipes. Cold
water may harden fats (hepatitis B and HIV are lipid viruses)
and hot water may cause adherence of proteinaceous
material.8 Alcohol wipes (70% isopropyl alcohol) kill most
bacteria and enveloped viruses but may need to be in contact
with the area for at least five minutes.9 Due to rapid
evaporation, this length of contact cannot be guaranteed by
simply wiping the equipment. Sterilisation of equipment that
is ‘‘in close contact with a break in the skin’’ is recommended
by the Microbiology Advisory Committee to the DoH. For
devices with heat labile surfaces, high level chemical disinfec-
tion may be used but the DoH stresses that disposable
equipment is the preferred option in this situation.11 Trauma
equipment is usually owned by the regional ambulance service
but cleaned and stored in emergency departments and thus
may escape standard trust quality assurance programmes.

At any given time, most emergency departments will host a
maximum of two extrication boards. If a system of rotation of
equipment is adopted then a larger pool of equipment will be
necessary to allow thorough decontamination of the equip-
ment by the Central Sterile Services Department. Disposable
covers for boards, disposable straps, and disposable radi-
olucent head restraints are currently commercially available
but are seldom used in trauma care and have resource
implications. Not all trauma patients have open wounds and
many will be immobilised because of ‘‘mechanism of injury’’
concerns over potential cervical spine injury.12 It may be
possible for ambulance crews to use reusable head restraints,
for example, for patients with no wounds and disposable
head restraints for trauma cases with bleeding. Reusable
equipment would then be classified as low risk (‘‘contact
with healthy skin’’) equipment and could readily be cleaned
with alcohol impregnated wipes.

There have been no recorded cases of infection from
contaminated trauma equipment but our study has identified
the potential risk. Disposable covers for boards, disposable
straps, and disposable radiolucent head restraints, which are
currently available, provide a solution but have resource
implications.
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Table 1 Overall blood contamination on
Kastle-Meyer testing by equipment type

Equipment Proportion testing +ve for blood

Extrication boards 26/36 (72%)
Boxsplints 36/52 (69%)
Head blocks 50/76 (66%)
Head boards 21/34 (62%)
Head straps 36/66 (55%)
Straps 83/170 (49%)
Cervical collars 27/57 (47%)
Total 279/491 (57%)

Table 2 Ambulance trauma equipment contamination
on Kastle-Meyer testing (hospital staff cleaned versus
ambulance crew cleaned)

Equipment

Proportion +ve for blood (%)

Hospital staff cleaned Ambulance crew cleaned

Extrication boards 11/16 (69%) 4/8 (50%)
Boxsplints 21/28 (75%) 4/11 (36%)
Head blocks 23/32 (72%) 6/16 (37%)
Head boards 11/16 (69%) 5/8 (62%)
Head straps 20/32 (62%) 7/16 (44%)
Straps 41/90 (46%) 21/48 (44%)
Cervical collars 13/27 (48%) 5/16 (31%)
Total 140/241 (58%) 52/123 (42%)

Difference in contamination (95% CI) 15.8% (5.0 to 26.6%).
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Figure 1 Chemical basis for the colour change of the Kastle-Meyer
(KM) solution.
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